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Explanation of symbols

Read instructions

Do not use when folded or creased

Do not pierce with needles

Not to be used by very young children
(0O-3 years)

Do not dry clean

30°C extra gentle washing program

Do not bleach

Do not tumble dry

Do not iron
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Thank you for purchasing the Snuggly
Heating Cushion from Wellcare.

To enjoy the most comfortable
experience and the greatest satisfaction,
please take a few minutes to read this
instruction carefully before using this
heating cushion.

IMPORTANT SAFETY INSTRUCTIONS
RETAIN FOR FUTURE USE

KEEP CAREFULLY IN CASE IT IS NEEDED!

This heating cushion is designed to be used

for many years if it is properly used. Read the
instruction carefully to prevent damage or danger
caused by incorrect use. Keep this instruction
mMmanual at an easy-to-access location so you can
refer back when necessary.

If you let somebody else use this product, please
pass on this instruction manual as well and make
sure the user has read it before using.
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4D DWF°® Technology (please see fig. C)

This heating cushion utilizes WELLCARE’s recent and the most innovative
technology - 4D DWF®. While this technology pioneers in the flexible
heating industry, its production process is also the state of the art.

Our physical living environment consists of three dimensions, width,
length, and depth; hence, the term “3D”. As Wellcare introduces to you
the 4D DWF® technology, the “temperature” brought to you by dynamic
flow of warmth is the definition of the fourth dimension. 4D DWF®
employs concepts of breathing system which creates full-body heat
circulation for heat to disperse evenly, thoroughly, and quickly. The heat
is generated by heating elements, builds up and gathers around several
hundred uniquely designed circular holes. Through these holes, the heat
flows bi-directionally to create a gentle heat flow and the thermal energy
can flow rapidly to warm up human bodies.

There are many benefits of this innovative technology :

+ Better breathability

* Rapid heating

¢ Higher temperature

* Uniquely designed holes to provide 360° warmth circulation
e Greater heat distributing area

* Effective heat transmission

* Strands of warmth flow retain air moisture

*  Warmth kept at a constant temperature

*  Energy saving

This heating cushion is not intended for medical
use in hospitals.

. Please read carefully and follow the instructions.

- Do not use this heating cushion if there is visible
damage.

. Examine the heating cushion frequently for signs
of wear or damage. If there are such signs or if
the heating cushion has been misused or does
not work, return it to the supplier before



switching it on again.

Use this heating cushion only as an electric
heater.

Only connect to the voltage shown on the rating
plate.

The heating cushion must not be used when
folded or crumpled.

Do not treat the heating cushion as a sheet or
tuck it in the mattress.

This heating cushion must not be used by
persons insensitive to heat and other very
vulnerable persons who are unable to react to
overheating.

Do not use the heating cushion for persons who
cannot move without help, small children,
persons who cannot feel heat, or animals.
Persons who can feel heat to some extent may
only use the appliance with supervision.

Caution! Never fall asleep while the appliance is
INn operation.

Prolonged use can cause burns to the skin.

Do not pierce the appliance with needles, pins or
other sharp objects.

Do not tug, twist or make sharp bends to the
cables.

Do not expose the controller or the mains cable
to moisture or liquids.

If the cable is damaged, it must be replaced by
the manufacturer or qualified persons to prevent
hazards.

Do not use the heating cushion when it is damp
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or wet.

The heating pad may not be switched on by
using a timer switch.

Avoid sharp bending or bundling of the heating
cushion.

While the heating cushion is switched on,

- Do not place any large or heavy objects on it
such as suitcases, etc.

- Do not place any sources of heat on it such
as hot water bottles, heating pads or suchlike.

- Due to the components in the controller will
make it slightly warm, never let the controller
to be covered or placed on the heating pad,
pillows and the like or lie on the electric
mMattress heater.

Do not fold the heating pad when it is hot.

Children should be supervised to ensure that
they do not play with the heating cushion.

Children below the age of three (0~-3) are
not allowed to use this heating pad due to their
inability to react to overheating.

This heating pad may not be used by young
children over the age of three unless the
controller has been pre-set by a parent or
guardian or the child has been adequately
instructed on how to operate the heating
cushion safely.

This heating pad may be used by children over
the age of eight (8), and persons with reduced
physical, sensory or mental capabilities or

lack of experience or knowledge if they have
been supervised or instructed concerning use



of the appliance in a safe way and understand
the hazards involved. Cleaning and user
maintenance shall not be made by children
without supervision.

If you have any concerns about health issues,
please consult with your doctor before using the
heating cushion.

If you use a pacemaker, please consult your
doctor and the manufacturer of the pacemaker
before using this product due to the EMF
(electromagnetic fields) emanated from this
electric product may interfere with functions of
your pacemaker under certain circumstances.

Do not use this heating pad on pets or other
animals.

When the heating pad will be used for an
extended period (falling asleep), the temperature
setting should be adjusted to setting 1 for
continuous use.

When the heating cushion is not in use :

- The plug should be removed from the wall
socket and the heating cushion should be
stored in a dry place, without additional
weight on it.

- The plug-in connector should be removed
from the heating cushion to avoid damages
caused by twist or bend of the cable.

When not in use, store as follows :
- Allow it to cool down before folding.

- Do not crease the heating pad by placing
items on top of it during storage.

This heating pad must be used with the type of
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the controller that is marked on the rating label
only.

ITEMS INCLUDED IN THE PACKAGE

1 Heating Cushion

1 Controller with Cable and Plug-in Connector
1 Instruction Manual

1 Product Catalogue

1 Service Instruction

DESCRIPTION OF THE DEVICE AND
CONTROLLER (please see fig.A)

1.

2.
3.

e

© © N O U

Mains cable with plug
Controller

APS (Active Protection System) with 3-colored
LED display (on both sides)

Slide switch for ON, OFF and temperature
settings (1, 2, 3, 4)

Type of the controller
Detachable plug-in connector
Connection box

Heating cushion

Inner Pillow

MULTI-FUNCTIONAL (please see fig.B)

Works as a heating cushion : with inner
pillow inside.

Works as a heating pad : without the inner pillow.



PREPARING FOR USE

(please see fig.B for demonstration)

1. Always make sure the heating cushion (8) is
without any folds, creases or ruck-up.

2. Insert the inner pillow (9) to work as a heating
cushion. If you want to use it as a heating pad,
just simply take out the inner pillow (9).

3. Connect the detachable plug-in connector (6) to
the connection box (7).

4. Make sure the controller (2) is not covered by the
sheet, pillow or any objects.

5. Plug the mains cable (1) to the wall socket.



SWITCHING ON

Before each time you use the heating cushion,
please make sure it is not bundled, folded or
creased before it is switched on.

Connect the heating cushion only to 230 Volts a.c..
Switch on the heating cushion by using the hand-
operated slide switch (4) and there will be 3 times
of beep sound (beep-beep-beep) to ensure the
heating cushion has been operated correctly.

Temperature settings :
4 = maximum warmth
2-3 = moderate warmth
1T = minimum warmth
O = OFF

APS (Active Protection System) - 3-Color LED

This heating cushion is equipped with APS (Active
Protection System) (3) technology which detects
errors on the operation or component failures. By
the 3-color LEDs (3) which can be seen from both
sides of the controller (2) and the beep sound, APS
can help you to operate the heating cushion easily
and safely.

Green - Your heating pad has reached the
desired temperature level

Orange - Your heating pad is heating up to reach
the desired temperature level



Due to the temperature variation in different
environments (room, bed, etc.), an orange light
may be lit on APS display to indicate continuous
heating during the heating cushion is in use. That
said, the 3-color LED may change from green

to orange to heat up. Under this circumstance,
please note the product is functioning properly
when the orange light is indicated.

Red light and Beep Sound - Possible
malfunction or overheating, stop immediately.

The red light and beep sound give warning for the
below situations :

When the power is on but detachable plug-in
connector(®) is not connected : There will be
beep sound every second. Please connect the
detachable plug-in connector(6) to the
connection box(7) and switch on the controller
again.

When the critical components are damaged :
There will be continuous beep sound. Please
disconnect the mains cable from wall outlet
immediately.

When the heating wires or other components
are broken and the device cannot work
anymore : there will be beep sound every
second.

When the heating cushion (8) is folded or
covered completely, the device will reach
higher temperature : there will be beep sound
every 2 seconds. Please switch it off and check
if incorrect using.



The warnings mentioned above cannot cover all
defective situations as the damages on some
components will not lead to red light or beep

sound.
TURBO HEATING
The heating cushion is with a turbo heating
function for user to feel warmth within 7-10 minutes ///
after it is switched on at temperature setting 4.

TURBO
TIMER FUNCTION HEATING
Now you can enjoy the pleasant warmth. After approx.
90 minutes the heating cushion will be switched off @
automatically. In order to put the heating cushion into MIN
operation again, you must set the slide switch to AUTO OFF
setting ‘O’ first. After about 5 seconds, you can switch

on the heating cushion again.

CAUTION

Do not use the heating cushion when it is folded, creased or drawn
together.

X

==

The electronic components inside the controller may cause the
controller slightly warm when the heating cushion is in use. Therefore,
the controller must not be covered with or placed on top

of any heating sources when it is in operation.

You should not gauge the heating cushion’s temperature by hands
because the skin on your body is more sensitive than hands. The
temperature may feel lukewarm by hand but could be unpleasantly hot
to your body.



The repairs to the heating cushion may only be undertaken by qualified
persons by using original replacement parts. Repairs carried
out by unqualified persons may cause substantial risk to the user.

CLEANING AND CARE

Except the inner pillow, this heating cushion is machine

washable. M
* Inner pillow (9) is not washable. @

* Before cleaning the heating cushion (8), always
remove the main plug from the wall socket first. Take
out the inner pillow (9) and wait for the heating pad to cool.

e Disconnect the plug-in connector (6) from the connection box (7).
Put the cable and the controller (2) to a dry place where will not
contact with water or other liquids.

* Please note that the heating pad should not be dry-cleaned, wrung
out, machine-dried, pressed or ironed.

¢ Set washing machine to a gentle washing cycle at 30 °C, the heating
pad should only be washed together with other textiles. Use a mild
washing detergent for delicate fabrics and dose it according to the
manufacturer’s instructions.

* Always use a laundry bag for better protection of the holes and fabric.
e For dark color products, always wash separately.

* Inorder to dry it, lay the heating pad flat on a moisture-absorbent
towel or mat.

* Please note that excessive washing will wear out the heating pad. For
this reason, the appliance should only be washed a maximum of 10
times throughout its entire life.

* Only use the heating cushion when it is complete dry.
* Never switch on the appliance to dry it.



STORAGE

If the heating cushion will not be used for a long time, we highly
recommend :

*  Remove the plug-in connector from the connection box.

+ Always let the appliance to cool down first before storage.

* Storeitin the original packaging and put it in a dry place.
Do not put any object on the top of the appliance.

DISPOSAL

This appliance must not be disposed together with
domestic waste. Please dispose of the heating pad
in accordance with Directive 2002/96/EC on Waste
Electrical and Electronic Equipment (WEEE). If there
is any question, please contact the municipal L

authority for more information about disposal in your
area.

ADDITIONAL INFORMATION

« The appliance can be used as a heating cushion or used as a heating
pad after taking out the inner pillow.

* The appliance has been especially designed as a warm cushion; do
not use it as a sleep pillow.

WARRANTY

Please note Wellcare provides two-year limited warranty for this
product. Wellcare warrants that this product will be free from defects in
materials and workmanship for a period of two years beginning on the
date of purchase.

During the two-year period beginning on the date of purchase,
Wellcare will replace defective products covered under this limited
warranty. Please note a clear copy of the purchase receipt for the
product is required. To request limited warranty service, please return
the defective product to the store where you purchased it with the
clear copy of purchase receipt within the limited warranty period. The
replacement product will assume the remaining limited warranty of the
original product.



We advise you to call our helpdesk for any problems regarding the
product before returning it to the store where you purchased it.

However, please note that our limited warranty does not cover any
damage due to shipment of the products to you and external causes,
including accident, abuse, misuse, problems with electrical power, usage
not in accordance with product instructions, failure to perform reasonable
maintenance, problems caused by use of parts and components not
supplied by Wellcare, and problems caused by unauthorized repair of
Wellcare’s product. Furthermore, our limited warranty does not cover any
damage due to the defects known to exist by you when you purchase the
product.

This limited warranty gives you specific legal rights, and you may also
have other rights that vary from country to country (or jurisdiction to
jurisdiction). Wellcare’s responsibility for malfunctions and defects in
product is limited to replacement as set forth in this limited warranty
statement. All express and implied warranties for the product,

including but not limited to any implied warranties of an conditions of
merchantability and fitness for a particular purpose, are limited in duration
to the limited warranty period set forth above and no warranties, whether
express or implied, will apply after such period. Wellcare does not accept
liability beyond the remedies set forth in this limited warranty statement
or liability for indirect, incidental or consequential damages.

TECHNICAL DATA

Model : WE-167CSHD Model : WE-167CMHD
Size : 35 x 46 CM Size : 45 x 45 CM
Voltage : 230V ~ 50Hz Voltage : 230V ~ 50Hz

Watts : 1OOW Watts : 100W
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EuXaploTOUE TIOU TIDOUNBEUTNKATE TO
OepavolEevo La&Adptl Ttne Wellcare.

[0 VO ATTOAQUOETE |ULCL EUXAPLOTN
EUTIELOICL KAl TN LEVLIOTN KOVOTIONON,
APLELWOTE Alya AsTITA VA VA OIOBACETE
QUTEC TIC OONVIEC TIDOOEKTIKA TIOV
XONOLLOTIOINOETE AUTO TO TIOOLOV.

2HMANTIKEZ OAHIIEZ AZDAAEIAZ
KPATHZTE TO NAPON IlN'A MEAAONTIKH
XPHzH

KPATHZTE TO NMPOZEKTIKA ZE MNEPINTQXZH NOY
XPEIAZTEI!

AUTO TO BEPLALVOUEVO UAEIAA QL EXEL OXEDIOOTEL
VIO VO XoNOULOTIONOEL yia TIOAAA XpOVLIa, JUE TN
owoTN XpNnon. AlaBAOCTE TIC 0ONVIEC TIPOCEKTIKA
via TNV artoduyn NV N KivoUuvwy TTIoU
TTookaAoUvTal Ao eodaAuevn xonon. PuAdéte
AUTO TO €Y XELOIDLO 0dNYLIWYV O LA EUKOAQ
TToooBAoln ToTtoBeo(a, WOTE VA UTTIOPEITE va
avatpeEete otTav elval amapaltnTo.

AV AdPNOETE KATIOLOV AAAO VA XPNOLLOTIOLNOEL
QUTO TO TIPOIOV, DUWOTE TOU AUTO TO €Yy XELODLO
XONoNG KAl BERBALWOEITE OTL O XPNOTNC TO EXEL
dlaBACEL TIPLV TN XPNoN.
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AUTO TO HAEIAAPL XPNOLULOTIOLEL TNV TTLO TIPOOCdATN KAl KALVOTOO
Texvohovia tng WELLCARE - 4D DWF®. Evw n TexvoAovia autr sival
TIOWTOTIOPLAKI OTOV TOMEQ TNG EUEAIKTNG B€puavonc, n dladikaoia
TIAPAYWYNC ATToTEAE! €TIONG TEXVOAOVLKI ETILTOMNA.

4D DWF® TexvoAoyia (BA. k. C)

To TteptBAAAOV YUPW LAC ATToTEAE(TAL ATIO TPELG DO TATELC!

TIAATOG, LNKOG Kal BAabog, €€’ ou Kal 0 6pog «3D». H Wellcare cdg
TtIapouctlAlel TNV teXvoAovia 4D DWF®, ottou n «Bepokpacia» Ttou
€OXETAL 0 €0AC LECW TNC DUVALLKAG pONC TNG BepudTNTAC Elval O
0PLOKOC TNG TETAPTNG dldoTaonc. To 4D DWF® xpnoluoTiolel OAEC TIC
EVVOLEC TOU CUCTAMATOC AVATIVONAC TIou dNloupyel kKukAodopia tng
BepUOTNTAC O OAO TO WA ETOL DOTE N OEPUOTNTA VA KATAVELLETAL
opowopda, os BABOC, Kal ypriyopd. H Bepudtnta rtapdystal amd
OEPUAVTIKA OTOIXEIQ, CUCOWPEUETAL KAL OUYKEVTPWVETAL YUPW ATIO,
QPKETEC EKATOVTADEG, LOVADIKA OXEDIACIUEVEG KUKALKEG OTIEC. MEow
AUTWYV TWV OTIWY, N BEpUOTNTA Pl audidpoua yia va dNUoUpyrioEel
ILLCL ATTIAAR pOr BEPUOTNTAC KAL £TOL N OEPULKN EVEPQYELA UTIOPEL va
peel TaxUTepa Kal va (EOTAVEL TO AVOPWTILVO CWILAL.

Ta odEAN AUTAC TNC TIOWTOTIOPLAKNAC TEXVOAOVIAC elval TIOAAA:

«  KaAUtepn avarnveuoiuodtnta

Taxela 6gpuavon

*«  YUnAodtepn Beprokpacia

*  Movadikd oXedIAOUEVEC OTIEC VI va TIapexouV {eotaold 360°
EupUtepn dwvn dlAVOUNC TNG BepudTNTAC

*  ATIOTEAECUATIKA peTAdOON BepUdOTNTAC

o EAosdNc pory BepuodTnTAC dlATNPEEL TNV Uypaoia Tou agpa

e Heotaold dlatnpeltal oe otabepn Beprokpacia

«  EEolkovounon svépyelag



AUTO TO TIPOIOV deV poopileTal yia LaTtpLkni
XPHON OE VOOOKOMEILQ.
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ALCBAOTE TIDOOEKTIKC KOL AKOAOUONOTE TIC
odnylec.

MnN XENOLULOTIOLE(TE AUTN TN CUCOKEUN Qv
uttdpxetl opatn <nuLa.

Na €EeTAleTE TN CUOKEUN CUXVCA VIaL ONEla
dOopac n dnuiac. Av UTIAPXoUV TETOLA oNuUEla
N av OEV £XEL VIVEL OWOTN XPNON TG CUOKEUNG
N OV AEITOUPVEL, eTilOTPEPYTE TNV OTOV
TTOONBEUTN TIPLVY TNV EVEPYOTIOINOETE EavA.

XONOLLOTIOWOTE TN CUOKEUN [LOVO WC
NAEKTOLKO BeplavTnPQ.

>UVOEOTE UWOVO OTNV TAon Ttou gudavidetal
OTNV TIVOKIOA TEXVIKWY XAQAKTNPLOTIKWV.

H cuokeun dev TIPETIEL VA XPNOLULOTIOLE(TAl
OIIMAWMEVN 1 TOOAACKWILEVN.

Mn xelpideoTe AUTO TO TIPOIOV WC OEVTOVL N TO
ualeUETE KATW ATIO TO OTPWMAL.

AUTN N OUOKeUN OV TIPETIEL VA XPNOLUOTIOLE(TCLL
ATTIO ATOMA TIOU OE VIWBOoUV TN BepUOTNTA KAl
AAANQ TIOAU eUAAWTA ATOUA TToU eV glval o€
Beon va avTdpAoouV OTNV UTIEPBEQLAVON.

MnN XENOLUOTIOLEITE TN CUOKEUN YA AToOuA

TToU DEV UTIOPOUV VA ETAKIVNBOUV XweIg
BonBela, ukpd Ttadld, AToOUA TIoU OEV UTTOPOUV
VAl VILWOoOoUV TN Beppotnta N dwa. ATouad Ttou
UTTOPOUV VA VILWOOUV TN BEpUOTNTA O KATIOLO
BaBuo dUvaTal va XPNOLLOTIOOUV TN CUOKEUN
LOVO e eTUBAeWN.



Mooocoxn! MnNVv KOWAOTE TIOTE OTAV N OUOKEUN
elval og Aettoupyia.

H rtapateTauevn Xonon UTopEel va TIoOKAAEOCEL
gyKAUUATCA OTO OEPUAL.

MnNV TPUTIATE TN OUOKEUN UE BEAOVEC,
Kaodltoec 1 AAAQ AlXNPEA AV TIKE(LEVAL.
Mnv TpaBdATte, Tteplotoedete N Auyidete
EVTOVA TA KAAWDLAL.

MnNV EKOETETE TO OEPUOOTATN N TO KAAWODLO
Toododoolag o uypaoia n uypad.

AV TO KOAAWOLO €lval KATECTOALILEVO, TIPETIEL
VA AV TIKATAOTAOE! ATtO TOV KATAOKEUAOTN N
KATAPTIOMEVA ATOUC TIOOCG ATTIODUY KIVOUVWV.
MnN XENOLUOTIOLE(TE TO TIPOIOV OTAV Elval VWTIO
N Bpeyuevo.

To BepualvoleVvo eTtiOeua Oev UTIOPEL va
EVEPVYOTIOINBEL UE XOOVODLAKOTTTN.

ATIOPUVYETE TO EVTOVO AUVLIOUC I TUALY LA TOU
Bepalvouevou Ua&AapLlou.

EvW TO BEpUALVOILEVO LAELAG QL lvall

EVEPVYOTIOINUEVO,

- Mnv TomtoBeTte(Te LeyAAo N Bapu
QAVTIKE(LEVO TIAVW TOU OTTWC BAA(TOEC KT.A,,

- Mnv TomtoBeTelte TINYN BEPOTNTAC TIAVW
ToU OoTtwce deoTeC DLAAEC veEPOU,
OepalvOUEVA ETIOEUATA I TIAQOUOLA.

- AOYW TOU OTL TA OTOLXElO TOU BepooTATN
Oa TIPOKAAECOUV Ll eAadpLd BepuodTNTA,
LNV aAdpnVETE TIOTE TO BEPUOOTATN
KQAULILEVO ) TOTIOOETNLEVO OTO
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OEPUALVOEVO [UAEIAAQL, LAELACPLCL KA
TIAPOMOLA AVTIKE(LEVA N ETIAVW OTOV
NAEKTPLKO BepUAVTNOEA TOU OTOWMUATOC.

MnN OUTAWVETE TO BEPUALVOLEVO ETIOELA OTAV
elval deoTo.

Ta TadLld TIPETIEL VA ETIURBAETIOVTAL £TOL
WoTE va dlaodaAidetal oTL dev TtailouV |LE TO
OEPUALVOEVO [LAEIAAOL.

Madd NAKIAG KATW TwV TPLWV etwv (0-~3)
DEV ETUTPETIETAL VA XPNOLUOTIOIOUV aUTN

TN CUOKEUN AOYW TNC AVIKAVOTNTAG TOUg va
AvTIOOAOOUV OTNV UTtEPBEPLaVON.

AUTH N oUuokeun OV UTIOPEL va
XPoNoLuortonOel aro UK TTadld Avw TNG
NALKIOG TWV TELWYV €TWV (3) EKTOC KAl AV O
OEPLOOTATNG EXEL TIOOPUOLOTEL ATTO YOVLIO N
KNOEUOVA N TO TIAdL EXEL ETIOLOKWG
ekTIAdOEUTEL OTOV TEPOTIO AodAAOUG
AElTOUPViaC Tou Bepuatvolevou UaEIAaOLOU.

AUTNA N CUOKEUN UTtopel va xpnotuottolinBet
ATTO TIAUdLA AVW TNCG NALKIAC TwV oKTW (8)
ETWV KAl ATOUA JUE MELIWUEVEC OWATLIKEC,
ALOONTNELOKEC I VONTIKEG IKAVOTNTEG N
eEANEWPN euTIEPIAC N YVWOEWY AV £XOUV
ETIOTITEUTEL N ekTTAWdEUTEL OOV adopA
TNV aodaAn XPrnon TNC OUOKEUNG KAl TNV
KATAVONON TWYV OXETIKWY KIVOUVWV.

O KaBaplouodC KAl N ouvTAPNOoN XPNoTN
devV BA TIPAYUATOTIOOUVTAL ATTO TTAUdIA XWElC
eTuBAeYN.



AV EXETE AVNOUXIEG OXETIKA e OgaTa uyeiac,
OUMUBOUAEUTE(TE TOV VIATOO OAC TIPLV TN XPNon
TNC OUOKEUNC.

Av XpnouuoTtoleite BNuatodoTn,
OUMUBOUAEUTE(TE TOV VIATOO OAC KAl

TOV KATAOKEUQOTN TOU BNUATodOTN TIPLV
XONOLULOTIOINCETE AUTO TO TIPOIOV ANOYW

TOU OTL TA NAEKTPOMAYVNTIKA TIEdDA TTOU
TIOOEPXOVTAL ATIO AUTO TO NAEKTPLKO TIPOOV
UTTOPEL va TIapEUBAAAOVTAL OTIC AELTOUPVIEG
TOU BNUATOOOTN OAC UTIO OPLOLEVEG OUVONKEG.

MnN XPNOLULOTIOLE(TE AUTI TN CUCKEUN O€
KaTtowkidla r aA a dwa.

OTav n ouokeun XxpnowuottonOel yia
mapatetTapevn Ttepiodo (epiodo Uttvou),

N PUBULION TNC BEpUOoKPACaC TIOETIEL VA
ouBuideTal otn pUBLION 1 yLla cuveXn XPNon.

OTav To BEPUALVOLEVO UAELAAPL DEV

XONOLOTIOLE(TAL:

- To BUoua mpetel va adatlpeitatl artod TNV
eTiTOX IO TPl KOl TO BEPUALVOILEVO
LAELACLPOL TIDETIEL VA ATtOONKeUETAL O
OTEYVO UEPOC, XWplc TtpdocbeTo BAPOC
TTAvVW TOU.

- To BUoua cuvdeonc TIPETIEL va adalpeital
ATIO TO BEPUALVOUEVO UAEIACPL TIDOCG
artoduyn nuLac amo teplotpodn N
AUVIOUQO TOU KaAwdlou.

OTav dev XpNOLUOTIOLE(TAL, ATIOBNKEUOTE WG
e€Nc:
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- ADOTE TO VA KPUWOEL TIOLV TO DITMAWOETE.

- MnV TOAAQKWVETE TO OEPUALVOLEVO
ETUBOea TOTTOOETWVTAC ATIO TIAVW TOU
AVTIKE(LEVA KATA TNV ATtoBnkKeuon.

AUTO TO BEPLALVOEVO ETUOEC TIDETIEL
VA XONOLLOTIOLE(TAL UOVO JUE TOV TUTIO TOU
OePLOOTATN TIOU UTIODEIKVUEL N TIlvakida
TEXVIKWYV XAPAKTNPLOTIKWV.

EIAH NOY NEPIEXEI H ZYZKEYAZIA

1 Bepuatvoevo La&ELAA QL

1 KAAUULO

1 BEPLOOTATNG EAEYXOU LE KAAWODLO Kal BUOQ

ouvdeoNnG

1 eyxelpidlo xpriong
1 KOATAAOYOC TTOOIOVTWY

1 eyxepidlo cuvtNENong

Meplypadn CUCKEUNRG Kat OEpOGTATN
eAéyxou (BA. k. A)

1.

2.
3.

26

KaAwdlo tpododooiac e BUoua cuvdeong
O@EgPUOOTATNG

APS (Evepyo >Uoctnua Npoootaociag) ue o6ovn
LED tpolwv xpwudatwy (Kol oTic dUo TTIAEUPER)

. 2upopuevoc dlakorttng ON OFF kal puBuon

Bepokpaociac (1,2,3,4)

. TUTT0G TOU BepooTATN
. ATTooTIWLEVO BUoua ouvdeonG



7. Koutl ouvdeonc
8. OEPUALVOEVO LAEIAGPL
9. EowTeplkO Ha&LAApL

MoAAanAwVv XpROEWV
(BA. k. B)

/\EITOUPVEL o BEPUALVOUEVO [LAEIAAQL JUE TO
EOWTEPLKO LAELAAPL

/A\EITOUPVEL oa BEPUALVOLEVO ETIIOEUA: XWPIC TO
EOWTEPLKO UCELAAPL

MpocsTolpacia yia xpion
(deite TNV €k. B yla mapouciaon)

1.

Na BeBalwveoTe TIAVTA OTL TO OEPUALVOLEVO
UAELAAQPL (8) deV EXEL TITUXWOELG, TOAKIOELIC
TOAAAKWUA.

EloayAyeTe TO EOWTEPIKO HA&IAGPL (9) via
va OoUAsPEL WC BEPLALVOLEVO LAELAA L. AV
OEAETE VA TO XPNOULOTIOINOETE WC
DepualvoueVO eTIOEUA, ATIAC APALPECTE TO
EOWTEPLKO LA&EIACPL (9).

. 2UVOEOCTE TO ATIOOTIWEVO BUoua ocuvdeonc (6)

OTO KouTl ouvdeong (7).

. BeBawwBelite otL 0 BgpuooctatTng (2) dev

KAAUTITETAL ATIO OEVTOVL, UAEIAAPL I AAAQ
AV TIKE{LEVA.

. 2UVOEOTE TO KAAWOLO Tpododooiac (1) otnv

eTITOX IO TIPIlAL.
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Evepyomoinon

Kabe dopd, TPV XPNOULOTIOINOETE TO
OepualvoueVo LAEIAAPL, BeBalwBelte oTL dev
elval TUALYLEVO, DITTAWIEVO 1 TOAACKWILEVO
oLV TNV EvepyoTIoinon.

2UVOEOTE TO TIPOOV Lovo ota 230 Volts a.c..
EvepyoTiolNoTe TO TIPOIOV ULE TO XELOOKIVNTO
dLAKOTITN OAloBNoNng (4) kal Ba NXAOEL TPELG
POPEC €VAC TIPOEDOTIOINTIKOC NXOC (JULTTLTT- JULTTLTT-
UTID VIA VA DIAoPAALOTEL OTL TO TIPOIOV £XEL
AEITOUPYNOEL CWOTA.

PuBuiocslg Oepuokpaciag :

4 = Méylotn Z€oTn
2 - 3= uETpla 0N
1 = gAaxtotn Z€otn

O =OFF
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Evepyod cuotnua npootaciag APS (Active
Protection System) - LED 3 xpwMnAaTtwyv

AUTO TO TIPOIOV gival eEOTTAIOUEVO |LE EVEPYO
cuoTNUa TtpooTaciac «APS» (3) TexvoAloyia

TIOU aviXVveUel Ta odAAUATA AslToUupyiac N

TIc aduvapieg Twyv otolxelwy. Me ta LED 3
XOWMUATWY (3) TIoU UttopouUv va yvivouv avTiAntmta
KAl ATTO TIG OUO TTAEUPEC Tou BepootTatn (2) Kal
TOV TIAPATETAMEVO NXO, N APS umopsl va ocag
Bonbnoel va AElTOUPYNOETE TO OEPUALVOLEVO
ULAEIACLPL EUKOAQL KL UE AOPAAELQ.

[Modowvo - TO BEPUALVOEVO ETIOEA OAC EXEL

dTdoel oTO €TUOUUNTO eTtiTIEdO BePLOKPATIOC.
[MoPTOKAAL - TO BEPUALVOLEVO ETIIOEUA oac Ba
dTACEL OTO ETUOUUNTO £TTTIEDO OEPULOKPATICC.

AOVW TNC dlakUuavong TNG Bepuokpaoiag os
dlcidopa TeplBAAANOVTA (DWUATLIO, KOEBATL KTA.),
Ta LED tou APS umopouUv va aAAdEouV aTto
TTOAOLVO OE KOKKIVO XOWICL OE OEUTEQOAETITA
TIOU onuaivel ouvexn Bgpuavon OTav To
OepalvVOEVO ETUOEUA XpNoloTole(Tal. YTIO
QUTEC TIC OUVONKEeC, va BudoTe OTL TO TIPOIOV
AELTOUPVEL CWOTA KAl KOVOVLIKA.

KOKKIVO dwC Kal TIPOELDOTIOINTIKOC NXOC :
o€ TIepimTwon TuBavne ducAsltoupyviac n
UTIEPOEPAVONG, OTAUATNOTE AUECA TN XPNON.

TOo KOKKIVO WG KAL O TIROELDOTIOINTIKOG NXOC
dlvouv TrposeldoTtolinon via TIC TIAPAKATW
KOTOOTAOELC :
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OT1av N tpododooia elval evepyoTiolnNLEVN
AAAC TO ATtooTIWEVO BUoua ouvdeonc (6)
deV oUVOEETAL O UTIAOXEL TIAPATETAUEVOC
NXOC KABE ODEUTEPOAETITO. 2UVOECTE TO
ATTOOTIWMUEVO BUoua ouvdeonc (6) oTo
KouTl ouvdeong (7) KAl EVEPYOTIOINOTE Eava
TO BepuuooTaTN.

OTav Ta Kalpla otolxeia sival
KATEOTOOUMUEVA: OC UTIAPEEL CUVEXNG
TTOOELOOTIOINTIKOCG NXOG. ATIOOUVOEOTE TO
KAAWOLO Tpododoaoiag arto Tnv mpida dueoa.

OTav Ta KaAwdla BepuoTNTAC I AAAQ
oTolxXela uttooTtoUVv BAARBN KAl N CUCKEUN
DEV UTTOPEL va Asltoupynoetl AAAO T, Ba
UTTAPOXEL EVAG TIPOELDOTIOINTIKOG NXOG KABE
DEUTEQOAETTTO.

OTav To Bepualvopevo emtiBeua (8) sival
OIMMAWMEVO 1 KAAULILEVO TIANPWC, N CUCKEUN
Ba dtaoel oe uPnNAOTEPN BepoKpaoia:

Oa UTTAOXEL TIAPATETAEVOCG NXOG KABE

2 OEUTEPOAETITA. ATIEVEQYOTIOINOTE TO KAl
EAEVETE AV UTIAPXEL EOPAALEVN XPNON.

OL TIPOELOOTIOINOCELG TIOU avadeEPOV Tl
TIAPATTIAVW OEV UTTIOPOUV VA KAAUWOUV OAEC
TIC EAATTWMUATIKEC KATAOTACELC KABWCS oL
dNULEC O UEPLKA oTOoLXela dev Ba odNyNnoouv
oTNV evepyoTtiolnon KOKKIVNG Auxviac n
TTPOELOOTIOINTIKOU NXOU.
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E€alpeTikA Taxeia 6Eppavon

To Bgpualvouevo a&iAdpl eival eEOTIAIOUEVO UE
AslToupvyia eEalpeTIKA TAaXelag B€puavong €ToL WWOTE O ///
XPNOTNC VA VIWOEeL TN BgpudTnTa peoa o 7-10 AsTttdl

’ ' . . TURBO
adouU evepyoroinBel otn pUdbuLon Beplokpaaoiac 4. HEATING
AglTtoupyia xpovodlakomtn
Twpa UTIopEe(Te va ATIOAQUOETE TNV €EUXAPLOTN
leoTaold. Metd arod repimou 90 AeTtTd, TO @
Oepualvoevo HaEIAGPL Ba artevepyoTtolnOst MIN
autopata. lNa va B6eoste Eavd To BEQUALVOEVO

. : ) , , AUTO OFF

LAEIAGPL O AstToupVvia, TIPETIEL va 6€0eTE TO dLAKOTITN

oAlocbnong (4) otn puBbuon «O» TpwTa. MeTd attod
Tiep(mou 5 deuTEPOAETITA, UTIOPEITE VA EVEQYOTIOLOETE
Eava ToO BepUaAlVOUEVO UAEIAAOL.

Mpoooxn

Mn XPNOLULOTIOLE(TE TO BEPUAVOUEVO UAEIAAPL OTAV lval DITTAWUEVO,
TOAKIOUEVO N TOAAAKWILEVO.

=S

Ta NAEKTPOVIKA OTOLXElA TOU BEPUOOTATN UTTOPEL va KAvVOoUV TO
BepunooTdTn va eoTtaBel eAad oW OTAV TO BOEPUALVOLLEVO eTTOeLQ
xonotuotoleltatl. Oc ek ToUTOU, 0 BEPUOOTATNG DEV TIOETIEL VA
KAAUTITETAL N VA ToTtoBeTe(TAL TIAVW ATIO OTIOLADATIOTE TINYN
Bepuavong étav eival os Asttoupyia.

A€V TIPETIEL VA UETPATE TN BO€p LoKpaoia ToU BgpUALVOLEVOU
ETIUOEUATOC [UE TA XEPLAL AOYW ToU OTL N eTidEP DA TOU OWUATOC
oag eivatl o euaiocOnTn Ao AUTH TWV XEPLWYV oac. H Bepuokpaocia
UTtopel va €Xel XAlapn alocbnon oto XepL AAAA evOEXETAL va ival
duodpeoTa {eCTH VIA TO OWC OAC.



Ol ETIOKEUEC OTO TIPOIOV dUvaTal Udvo va avaAauBdavovTal amo
KATAPTIOUEVA ATOUA |LE TN XPNON AUBEVTIKWY £EQPTNUATWY
avTikatdaotaong. Ol ETIIOKEUEC TTOU dleEAyovTal attd [N
KATAPTIOUEVA ATOMA UTIOPEl va TTpOKAAOUYV OUCLACTIKO KivOUVO oTOoV
xpnotn.

Kabaploudg kat ppovtida

EKTOC attd TO e0WTEPLKO UAEIAAQL, AUTO TO
OEPUALVOUEVO LAEIAQPL TIAEVETAL OE TIAUVTHPLO

POUXWV. M
e To eocwTePIKO HAEIAAPL (9) Dev TTAEVETAL @

e Tlplv TO KABAPLOUA TOU BEppalvVOlLEVOU Ua&LAapLoU
(8), mAvTa va aAdALPEITE TIPWTA TO KAAWDLO
Toododoaoiag arod TNV etutoixia mplda. APalPEOCTE TO ECWTEPLKO
LAEIAAPL (9) KAL TIEPLUEVETE TO OEPUALVOLEVO ETUOEUA VO KOUWOEL.

* AmoouvdeoTe To BUoua ouvdeonc (6) arod To kouti ocuvdeonc (7).
ToTtoBeTHOTE TO KAAWDLO KAL TO BepuooTdTn (2) o ENpod UEPOCQ
ottou dev Ba gpxeTal og eTtadn Ue vePO ) AAAA UypPA.

*  Na BuudoTte OTL TO BgpUALVOULEVO eTUOELA DV TIPETIEL VL
kaBapidetal pe oTteyvo KABApLoUa, va oTpayyidetal, va
OTEYVWVETAL OE OTEYVWTINPLO KAL VA CLOEPWVETAL JUE TIPECA N
oldepo.

e PuBuiote Tto TTAUVTNAPLO O €vav ATILO KUKAO TTIAUoNC oTouc 300C.
To BEPUALVOLEVO ETUOEUA TIPETIEL VA TIAEVETAL [UOVO adl e AAAT
uddouata. XpNOLUOTIOOTE NTILO ATIOPPUTIAVTIKO yia suaicOnta
uddouata kat doocoAoyia avaioya e TIc odnyieg Tou
KATAOKEUQOTN.

*  Na XpnoloTIoLle(TE TTAVTA OAKO TTIAUVTNPEIOU yia KAAUTEPN
TpooTacia arnod TPUTIEC OTO Udbaoa.

e [la TIPoloVTA OKOUPOU XPWLATOC, TIAVTA VA TIAEVETE EEXWPLOTA.

+ [la va Ta OTEYVWOETE, TOTIOOETNCTE TO BEPAIVOUEVO ETIOEUA OE
QL ATTOPPOPNTIKN TIETOETA I OTPWUA.

e Na BuudoTe OTL TO UTIEPRBOALIKO TTAUGCLLO Ba dBelpel TO
Bepalvouevo ettiBeua. ' autod To AOYO, N CUCKEUN TIDETIEL VA
TIAEVETAL LOVO TO TIOAU 10 dopeg o€ OAN TN dldpkela wNG TNG.

«  Na XpNOUULOTIOLE(TE UOVO TO OgPUALVOUEVO AEIAGPL OTaV slval
EVTEAWC OTEYVO.

*  Na uNV EVEPYOTIOLE(TE TIOTE TO TIPOIOV YIA VA TO OTEYVWOETE.
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AV TO BepUaAlVOEVO UAEIAAPL DeV XpNnoLuoTioinBel yia UeEYAAO XPOVIKO
dLIAOTNA, CUVIOTOULLE VAL

AmntoOnkKeuon

AmoouvdgosTe To BUoUa cUvdeoncg amod to Kouti ouvdeonc.
o ADNVETE TIAVTA TN CUOKEUN VA KOUWOEL TIPLV ATtO TNV ATIOOAKEUON.

e ATIOONKeUOTE TNV OTNV APXLKI CUCKEUAOTIA KAl TOTIOOETAOTE TN O
OTeYVO UEPOQG.

e MnVv TOTIOOETE(TE OTIOLODATIOTE AVTLIKELEVO TIAVW ATIO TN CUCKEUN.

Antéppdn

AUTNA N OUOKEUN TIPETIEL va aTtoppimtetal Ladl ue
T OIKLOKA ATIOBANTA AAAC O KATAAANAO TOTUKO
onuelo cUYKOMLONG I avakUkAwong. Attoppldte Tn
OUOKEUN cUudwva e TNV odnyia via amoAnta
NAEKTPLKOU Kal NAsKTpoVIKoU e€omtAlopol (WEEE).
AV UTTAOXEL OTIOLADATIOTE £PWTNON, ETIUKOWVWVAOTE I
ILE TN ONMUOTLIKN AEXN VIA TIEPLOCOTEPEC
TIANPOdOPIEC OXETIKA UE TNV ATIOPPYN OCTNVTIEPLOXN OCC.

Meplooodtepeg MAnpodopic

Houokeun umopsl va xpnotdotrtolnOsil wg Bepualvoievo UAEIAAPL
N wWe BepualvoeVo eTIBeA LETA TNV adAipECn TOU ECWTEPLKOU
La&iAaploU.

*  H ouokeun gxel oxedlaoTel OIKA WC BepUAlVOUEVO UAEIAAPL MnV
TN XPNOUWLOTIOLE(TE WG a&IAdpL UTTvVou.

Eyyunon

Na BuudoTte o0t n Wellcare Ttapexel teploplopevn OLETH eyyunon yia
AUTO TO TIPOIOV. H Wellcare eyyudtal OTL auTo To TIpoidv dev Ba £XeL
EAQTTWUATA OTA UAKA KAL TNV TEXVIKN €pyacia yia ttiepiodo duo
ETWV ATIO TNV NUEPOUNVia ayopdc.

Katd tnv mtepiodo Twyv dUo €TwV Attd TNV NUEPOUNVIA ayopdg,

N Wellcare 6a avTikaBloTd TA EAATTWUATIKA TIO0IOVTA TIOU
KAAUTITOVTAL ATtO AUTA TNV TIEPLOPLOEVN eyyunon. Na Buudote
OTL artalteital kabapd avTiypado tng anoddelEng ayopdg. MNa va
altnOeite UTINPECIA TIEPLOPLOEVNC €YYUNONG, ETILOTPEWTE TO
EAATTWUATIKO TIPOIOV OTO KATACTNA OTIOU TO AYOPACATE [LE TO
KaBapod avTiypado tng arnoddelENg ayopds eVTOC TNG TIEPLOd0U
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TIEQLOPLOMEVNC EYYUNONG. MNa TO TIPoiloV avTikaTdaoTtaong Oa loxUsl n
evatopeivaoa meploplopevn eyyunon Tou apxikoU TIpoidvTod.

20C OUVIOTOUIE VA TNAEDWVE(TE OTO KEVTPO EEUTINPETNONG LAC VIA
OTIOLADATIOTE TIPORANUATA OXETIKA |LE TO TIPOIOV TIPLV TO ETUOTPEWETE

OTO KATAOTNUA OTIOU TO AYOPAOCATE.

QOoTO00, va BUACTE OTL N TIEPLOPLOUEVN €YYUNOT LAC OEV KAAUTITEL
ottoladnTIoTE ZNIULA AOYW ATIOOTOANCG TWV TIPOIOVTWY O E0AC

KAl EEWTEPIKWV ALTIWY, OTIWC ATUXNUA, KATAXPNON, KAKA Xenon,
TIOORBANUATA LE NAEKTOLKN EVEPQYELA, XPNON N CUUDWVN UE TIC
odnyileg Tou TIPOIOVTOC, ATIOTUXIA eKTEAEONG eUAOYNC CUVTAPNONC,
TIOORANULATA TIOU TIOOKAAOUVTAL ATIO TN XPNon €€APTNUATWY KAl
otolxelwy Tou dev TtapexovTal arod tn Wellcare kat TpoBARUATA TIOU
TIoOKAAOUVTAL ATTO N €E0UCLODOTNEVN ETILOKEUTN TOU TIOIOVTOC TNG
Wellcare. ETumpooBeTwe, N MEPLOPLOUEVN €yyUNoN Lag Oev KAAUTITEL
OTTIOLAdATIOTE NIULA AOYW TWV EAATTWUATWY TIoU yVwpideTe OTL

UTTAPXOUV OTAV AyOopAlETE TO TIPOIOV.

AUTA N TIEQLOPLOMEVN €yyUNOoN oA JIVEL CUYKEKPLUEVA VOLLKA
JKALWMATA KAl UTtopel eTTioNg va €XETE AAAA DIKALWUATCA TIOU VA
dladEpouy ato xwpda oe xwpea () amo dikalodooia ce dikatodooia). H
cuBbuvn tng Wellcare yia QUCAEITOUPYIEG KAL EAATTWUATA TIOOTOVTOC
TeplopldeTAl OTNV AVTIKATACTAON WC oplleTal o auTr Tt dNAWoN
TIEQLOPLOMEVNG EVYVUNONG. KABe pnTr Kal dpentn £yyunon yla To
TIOOIOV, CUMTIEPIAQUBAVOEVWY EVOEIKTIKA OTIOLWVONTIOTE APPNTWYV
EYYUNOCEWY OPOU EUTIOPEUCIUOTNTAC KAl KATAAANAOTNTAG YIa
OUYKEKPILEVO OKOTIO, TteplopidovTal oTtn JIAPKELA TNG TIEPLOPLOMEVNC
TIEPLOOOU €yyUNONG TTIou opideTal Ttapardvw Kal Kauia eyyunon

elte pnTN gite dppntn dev Ba LOoXUEL LETA ATIO ULA TETOoLA Ttepiodo.

H Wellcare dev dexeTal eubuvn TEpAV Twv eTUdLOPOWCEWY TIOU
opldovTal og autr TN dNAWOCN TIEPLOPLOMEVNG EyyUNoNG 1 euBuvn via
AMECEC, EUUETEG 1 eTTAKOAOUBEQ dnuiea.

TexVvikég mTAnpodopieg

MovTteAo: WE-167CSHD
Mevebog: 35 x 46 CM
Tdaon: 230V ~50Hz
Watt: 100W
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MovteAo: WE-167CMHD
MeyeBog: 45 x 45 CM
Tdon: 230V ~50Hz
Watt: 100W
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